
Anaesthetic and respiratory 
equipment — Laryngoscopes for 
tracheal intubation
Matériel d'anesthésie et de réanimation respiratoire — 
Laryngoscopes pour intubation trachéale

© ISO 2020

INTERNATIONAL 
STANDARD

ISO
7376

Third edition
2020-08

Reference number
ISO 7376:2020(E)



 

ISO 7376:2020(E)
 

ii © ISO 2020 – All rights reserved

COPYRIGHT PROTECTED DOCUMENT

©  ISO 2020
All rights reserved. Unless otherwise specified, or required in the context of its implementation, no part of this publication may 
be reproduced or utilized otherwise in any form or by any means, electronic or mechanical, including photocopying, or posting 
on the internet or an intranet, without prior written permission. Permission can be requested from either ISO at the address 
below or ISO’s member body in the country of the requester.

ISO copyright office
CP 401 • Ch. de Blandonnet 8
CH-1214 Vernier, Geneva
Phone: +41 22 749 01 11
Email: copyright@iso.org
Website: www.iso.org

Published in Switzerland



 

ISO 7376:2020(E)
 

Foreword ........................................................................................................................................................................................................................................iv
Introduction ..................................................................................................................................................................................................................................v
1 *Scope .............................................................................................................................................................................................................................. 1
2 Normative references ...................................................................................................................................................................................... 1
3	 *Terms	and	definitions .................................................................................................................................................................................. 1
4 General requirements ..................................................................................................................................................................................... 2
5 Materials ....................................................................................................................................................................................................................... 2
6 Design requirements ........................................................................................................................................................................................ 2

6.1  General .......................................................................................................................................................................................................... 2
6.2 *Environmental conditions .......................................................................................................................................................... 2

7 Performance requirements ....................................................................................................................................................................... 3
7.1 Handles  ......................................................................................................................................................................................................... 3

7.1.1 *Electrical safety .............................................................................................................................................................. 3
7.1.2 Electrical contact ............................................................................................................................................................. 3
7.1.3 Dimensions ........................................................................................................................................................................... 3
7.1.4 *Optical output .................................................................................................................................................................. 5
7.1.5 *Strength ................................................................................................................................................................................. 5

7.2 Laryngoscope blades  .......................................................................................................................................................................... 5
7.2.1 Dimensions ........................................................................................................................................................................... 5
7.2.2 *Rigidity ................................................................................................................................................................................... 5
7.2.3 *Strength ................................................................................................................................................................................. 5
7.2.4 *Illumination ....................................................................................................................................................................... 6
7.2.5 Electrical interface.......................................................................................................................................................... 6

7.3 Hinged combinations .......................................................................................................................................................................... 6
7.4 Single-piece laryngoscopes  ........................................................................................................................................................... 7

8 Cleaning, disinfection and sterilization ........................................................................................................................................ 8
9 Information supplied by the manufacturer ............................................................................................................................. 8

9.1 General ........................................................................................................................................................................................................... 8
9.2 Marking ......................................................................................................................................................................................................... 8
9.3 Designated size for the intended patient demographic ....................................................................................... 8
9.4 Instructions for use ............................................................................................................................................................................. 8

Annex A (informative) Rationale ...........................................................................................................................................................................10
Annex B (normative) Test method for illumination, strength and rigidity ...............................................................12
Annex C (informative) Common terms for parts of a laryngoscope blade .................................................................15
Bibliography .............................................................................................................................................................................................................................16

© ISO 2020 – All rights reserved iii

Contents Page


